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OPUTUHAJIBHAA CTATHA

PYHKUMOHAABHAA MATHUTHO-PE3SOHAHCHASf TOMOTPA®USA B OLLEHKE
BUOMEXAHUKW NEPEAHEA KPECTOOBPA3HOM CBA3KU KOAEHHOIO CYCTABA:
METOAUKA N MPOTOKOA UCCAEAOBAHUA
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eJIb ucciieqoBaHusa. PazpaboTaTk IPOTOKOA UCCAEIOBAHUS U OILIEHUTH BO3MOXKHOCTH METO-

OUKHU (PYHKITMOHAABHOM MarHUTHO-pe30HaHCHOM Tomorpaduu (pMPT) koaeHHOTO cycTaBa B

OLIEHKE aHATOMHHU U OMOMEXaHUKHU HepenHell KpectoobpasHoii cea3ku (ITIKC).

Marepuansr u meroasl. Bpino o6caemoBano 32 mobGpoBoablia B Bo3pacTe ot 21 mo 81 roma

6e3 aKTUBHBIX KaA00 B KOAEHHOM CyCTaBe U IPU3HAKOB pa3phlBa IepeaHel KpecToobpa3Hoit
CBS3KH I10 JAaHHBIM KAMHHUYECKOro ocMoTpa. [IpoBoaAHAOCHE MHOTOLIEHTPOBOE HCCAENOBaHNE KOAEHHBIX
CyCTaBOB C IIOMOIIBIO CTAHAAPTHON MarHUTHO-pe30oHaHCHOH Tomorpaduu (MPT) u pyHKIHMOHAABHOM
MPT c oueHkoM aHATOMHH, (PYHKIINH IepeaHed KpecTooOpa3Hoil CBA3KU IIPU ABHXKEHUH CycTaBa B
peasbHOM BpeMeHH. Brlaa oTpaboTaHa METOAMKA U IIPOTOKOA MCCAEIOBAHUA HA ToMOrpadax pasHbIX
IPOU3BOAUTEAEH C HAIIPSKEHHOCTHI0 MarHuTHOro moad 1,5 u 3 Tecaa, pasHOH MIMPHHON anepTypsbl
TeHTPHU.

Pesynpratel. Briau pazpaboranbl MeToauka U IpoToKoA pMPT KoAeHHOTO CycTaBa B ITOAOKE-
HUU A€XXa Ha XXKHUBOTE Ha OCHOBE ITOCAENOBATEABLHOCTU YALTPAOBICTPOTO KOPOTKOTO OMHOUMIIYABCHOTO
CIIMHOBOTO 3Xa C IOAOBHHHEBIM ®ypbe-mipeobpaszoBanueM (SS-FSE/SS-TSE/HASTE) na Tomorpadax
Pa3HBIX IPOU3BOAUTEAEH C HAIPAKEHHOCTBHIO MarHuTHoro mnoas 1,5 u 3 Tecaa. Ha pMPT nepenuss
KpecTooOpasHasa CBa3Ka Oblaa BH3YAAM3HpPOBaHA y Bcex m00poBoableB (n=32, 100%), IpHHUMAaBIINX
ydacTHe B UCCAE€IOBAHUM, OLIEHEHbI IaTTEePHBI €€ HOPMAaABHOH BHU3yaau3aluu B aBrKkeHur. Ha MPT B
pekuMe peaabHOTO BpEMEHU OUHAMWYECKUH ararna3oH (PAeKCHHU-3KCTEH3UH KOAEHHOI'0 CycTaBa cocTa-
BHA 0K0AO 50-65° Ha MP-Tomorpadye ¢ aneptypoi reaTpu 60 cm (n=15) u 55-70° (n= 17) za MP-Tomo-
rpadax c aneprypoit reuTpu 70 cMm.

OGcy:xgenue. MPT o6ramaeT BBICOKMM MATKOTKAHHBIM KOHTPACTOM OAS AUATHOCTHUKH BHYT-
PEHHUX CTPYKTypP KOA€HHOTo cycraBa. CyIIecTBYIOIIHE METOAbl AYYE€BOM MUATHOCTHKU TakKHe, Kak
PEHTTEeHOCKOITHS, VABTPa3ByKoBoe uccaenoBanue (Y3U) uau MyapTHUCIIHpPasbHAsT KOMITBIOTEPHAST TOMO-
rpacdusa (MCKT), H03BOASIOT IIPOBOAWUTH HCCAEIOBAHMS KOAEHHOIO CycTaBa B PEAABHOM BpPEMEHH C
OIIEHKOM ABUKEHUS KOCTel, HO Hea(p(peKTUBHEI B OIIEHKE KpecTooOpa3HbIX cBA30K. (PMPT mo paspa-
6oTaHHON MeTOAVUKE BU3YaAU3UPYET aHATOMHIO U (PYHKIIHIO IIepeaHel KpecToobpa3Hoii CBSI3KHU B IBU-
JKEHWUH, OTKPbIBasi HOBbIE BO3MOXKHOCTH AHUATHOCTHKH €€ I1aTOAOTUH.

3arkmouyenue. PyHKITMOHAABHAS MATHUTHO-PE30HAHCHAS ToOMorpadusa MOKET IIPUMEHSITHCS
[AS BU3yaAH3allUU HOPMAABHOM M ITATOAOTHYECKOH OMOMEXaHHKH KOAEHHOTO CyCTaBa, AHATHOCTHUKE
CAOZKHBIX IIOBpeXIEeHUH IlepenHell KpecroobpasHo¥ cBa3ku. B 50% caydaeB (n=16) va GMPT ynasa-
AOCB AyHIIlEe OLIEHUTH CTPYKTYPY IlepeaHei KpecTooOpas3Hoi CBI3KH U OTAEABHO 0XapaKTepHU30BaTh CO-
CTOSIHUE IIepelHeMeINaAbHOTO U 3aHEAATEePAABHOIO IIyYKOB, YeM Ha craHgaptHoit MPT. MPT ko-
AEHHOT'O CyCTaBa MOXKET OBITH BBINIOAHEHA Ha Alo6oM MP-ToMorpade ¢ Hanpsa:KEHHOCTHIO MATHUTHOTO
oas 1,5-3 Tecaa u aneptypoi reETpu 60 mam 70 cM ¥ 3aHHUMAaET OKOAO 3-5 MUHYT.

KaroueBrie caoBa: pMPT, HecTabHMABHOCTE KOAeHHOTrO cycrana, [IKC, paspriB IIKC, 6uomexa-
auka [IKC, koAeHHBIH cycTaB, IepeaHss KpecTooOpasHas CBA3Ka.
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THE ANTERIOR CRUCIATE LIGAMENT OF THE KNEE JOINT:
METHODOLOGY AND STUDY PROTOCOL

Filisteev P.A.1, Ternovoy SK. 23, Serova N.S. 2, Semenov All1, Zarov A.Y.!

1 - St. Alexius Hospital.
2 - Sechenov University
3 - National Cardiology Research Center. Moscow, Russia.

urpose. To develop a scanning protocol and evaluate the capabilities of functional magnetic

resonance imaging (fMRI) of the knee in assessing the anatomy and biomechanics of the an-

terior cruciate ligament (ACL).

Materials and methods. A total of 32 volunteers from 21 to 81 years old without active com-
plaints and signs of ACL rupture according to clinical examination were examined. A multicenter study
of knee joints was carried out using standard magnetic resonance imaging (MRI) and functional MRI
with assessment of anatomy and ACL function during joint movement in real time. The research meth-
odology and protocol were developed using MRI scanners from different manufacturers with magnetic
field strengths of 1.5 and 3 Tesla and different gantry aperture widths.

Results. A technique and protocol for fMRI of the knee joint in the prone position were devel-
oped based on a sequence of ultrafast short single-pulse spin echo with half Fourier transform (SS-
FSE/SS-TSE/HASTE) on tomographs from different manufacturers with magnetic field strengths of
1.5 and 3 Tesla. On fMRI, the anterior cruciate ligament was visualized in all volunteers (n=32, 100%)
who took part in the study, and patterns of its normal visualization in motion were assessed. On real-
time MRI the dynamic range of flexion-extension of the knee joint was about 45-55° on an MRI scanner
with a gantry aperture of 60 cm (n=15), and 50-65° (n=17) on an MRI scanner with a gantry aperture
70 cm.

Discussion. MRI has high soft tissue contrast for diagnosing the internal structures of the knee
joint. Current imaging modalities such as fluoroscopy, ultrasound (US), or multislice computed tomog-
raphy (MSCT) provide real-time imaging of the knee to assess bone motion, but are ineffective in as-
sessing the cruciate ligaments. fMRI using the developed technique visualizes the anatomy and func-
tion of the anterior cruciate ligament in motion, opening up new opportunities for diagnosing its pa-
thology.

Conclusion. Functional magnetic resonance imaging can be used to visualize normal and patho-
logical biomechanics of the knee joint and diagnose complex injuries of the anterior cruciate ligament.
In 50% of cases (n=16), fMRI was able to better assess the structure of the ACL and separately char-
acterize the state of the anteromedial and posterolateral bundles than standard MRI. fMRI of the knee
joint can be performed on any MRI scanner with a magnetic field strength of 1.5-3 Tesla and a gantry
aperture of 60 or 70 cm, and takes about 3-5 minutes.

Keywords: fMRI, knee instability, ACL, ACL rupture, ACL biomechanics, knee joint, anterior cru-
ciate ligament.
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arHUTHO-PE30HaHCHAas ToMorpadus

(MPT) aBageTcs «30A0TBIM CTaHIAP-

TOM» HEWHBAa3WBHOM [IUATHOCTHUKU

CBS309YHOTO amrapara KOAEHHOIO

cycTaBa U IIIUPOKO HCIIOAB3YETCS B
Iporecce MPUHATHS KAMHUYECKUX PelIeHuH.
CragnaprHas MPT koaeHHOro cycraBa IIpef-
cTaBAsieT coO0M CTATHYHYIO AaHATOMUYECKYIO Me-
TOAUKY OLEHKH CTPYKTYPBl KpecTooOpa3HbIX
CBSI30K, 0e3 yueTa ux (PyHKIIUH, a TaK¥Ke IBHXKe-
HHUS CycTaBa B IIeAOM [1].

PaspeiBbl  mepenmHedl  KpecTooOpas3HO
ces3ku ([TKC) ssBasttoTCsT OHOM U3 HauboAee da-
CTBIX TPaBM KOAEHHOIO cycTraBa. [IpumepHOo mo-
AOBHHaA IMOBPEXKIEHUH BCEX CBSI30K KOAEHHOTO
cycTaBa MIPUXOAUTCH Ha IEePEIHIOI0 KPEeCcToo0-
pasuyo cBa3Ky. PaspbiB [IKC kaxkabIi roa npo-
ucxoauty 29-38 geaonek u3 100 000 [2]. Tounas
JONarHOCTHKA U CBOEBPEMEHHOE A€YEHUE ITaTOAO-
THH KPECTOOOPA3HBIX CBA30K UMEET COITHAABLHYIO
3HAQYUMOCTD, TaK KaK 3aTparuBaeT B OCHOBHOM
MOAOBIX AIOAEH TPYAOCIIOCOOHOTO BO3pacTa, Be-
OYLIUX aKTUBHBIN 00pa3 xkusHu [3]. o cux nop
OoCTaeTcsl HepelIeHHBIM IIpobaeMa HEWHBa3UB-
HOUM OLIEHKM IIepeIHe3aJHEH U POTAIlMOHHOMN
CcTabOUABHOCTH KOAEHHOTO CycCTaBa, HEIOCpPe[-
CTBEHHO CB{3aHHBIX C II€AOCTHOCTBIO U JBUIKE-
HueM [TKC.

dyukumonasrHag MPT (bMPT) koaen-
HOTO CycTaBa B PEXHUME PEaAbHOIO BPEMEHU
II03BOAZET OLIEHUTH KUHEMAaTHKY €ro paboThl B
Pa3HBIX IIOAOKEHUAX CTHOAHUA-pasTubaHUsa U
IOAYYIUTH HH(POPMAIIHUIO, HEIOCTYIIHYIO ITPU CTa-
TUYECKHUX HCCAeoBaHUAX [4]. Busyaausamus cy-
CTaBOB B [ABHIKEHUH in Vivo MOXKET IIpenocTra-
BUTH LIEHHYIO (PYHKIIMOHAABLHYIO0 HH(OPMAIINIO
(kauecTBEHHYIO ¥ KOAMYECTBEHHYIO) B JOIIOAHE-
HUE K CTaTHYeCKOY MOP(OAOTHIECKON BU3yaAU-
3alliH, YTO MOKET IIOMOYb B BBIOOpE OIITHMAAB-
HOH CTpaTeruu Ae4eHus [5].

OneHuTh CTPYKTYPhI KOAEHHOTO CycTaBa
B [ABUKEHHUH MOXKHO C IIOMOIIBIO YABTPA3BYKO-
Boro wuccaenoBanus (Y3M), peHTreHOCKOIIHH,
KoMIbioTepHO# Tomorpaduu (KT) u MPT [6]. Ox-
HaKO BO3MOXKHOCTH Y3U B oIleHKE IIEHTPAAbHBIX
CTPYKTYpP KOAEHHOI'O CycTaBa CHABHO OI'paHU-
4eHBbI, a METOAbI PEHTT€HOCKOITUH ¥ KOMIIBIOTEP-
HOM ToMmorpacduu OrpaHHUYUBAIOTCSI KOAHYe-
CTBEHHOM OLIEHKOM KHWHEMAaTHUKH KOCTEH U CO-
IPsI?KEHBI C BO3A€HCTBUEM HOHH3UPYIOIIETO H3-
AydeHud [7].

MPT 1mo3BoAgeT IIOAYYHTH aHaATOMHYeE-
CKHeE [leTaAl KocTel U MATKUX TKaHel B cCTaTHUKe
U IBUXKEHUH 0e3 AydeBoil Harpy3kKu Ha obcaemy-
emMoro, PYHKIIMOHAABHBIE I[IOCAEIOBATEABHOCTH
MPT 6rviau paspaboranbl eme B 1980-1990-e
ronbl OAd BH3yaAW3aIluU cepzlla, OPIOIIHOM IIo-
AOCTH U JKEAYHBIX IIPOTOKOB [8] ¥ BIIOCAEICTBHUH
ObIAM IIPUMEHEHBI K CKEACTHO-MBIIIIEYHOH
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CHCTEeME [OASd KOAWYECTBEHHOM OIIEHKU IBHKe-
HUS KOCTeH M KHHEMaTHKHU cycTaBoB. OIlleHKa
COCTOSIHUS OIIOPHO-IBUTaTEABHOTO alrapara Ha
ocHoBe (yHKIIMOHaAbHON MPT MoskeT 3Ha4YH-
TEABHO OTAWYaTBECS OT crarudeckod MPT.
Hanpumep, Muhle C. et al. (1995) nokazaau, 4to
¢MPT 6bIra 3HAYUTEABHO AyYIIlE, UeM CTaHOApP-
Tas, OAS OEeMOHCTpaIU{ yrAa HAaKAOHA HaIKO-
A€HHHKA, 0COOEHHO B KPUTHUYECKOM AHaria3oHe
HeCcTabUABHOCTH HaaKoAeHHHKa Mexay 30° u 0°
crubanusga KoaeHa [9)].

B cymectByromie#t auTeparype HET equ-
HOT'O MHEHHS OTHOCUTEABHO TEXHHYECKUX II1apa-
METPOB U HEOOXOAHMBIX ITOCAENOBATEABLHOCTEH
IAd ITpoBeneHUus (pyHKIMoHaabHOH MPT koaeH-
HOT'O cycTaBa. JTO CBS3aHO KaK C OTCYTCTBHEM
CTaHOAPTHBIX/BCTPOEHHBIX  IIOCA€LOBATEABHO-
crelt naa pyHKuMoHasbHOH MPT onopHo-aBura-
TEeABHOTI'O arlrapara oT IIpousBoauTeseit MP-To-
MoTpadoB, TaK U OTCYTCTBHEM OOABIIION Hayd-
HO#l 0a3pl QAT [OUArTHOCTUKU 3aboAeBaHUM
OITOPHO-ABUTATEABHOIO allllapaTra B IBUKEHUU B
KAWMHWYEeCKOH mmpakTuke [10].

B aT0i1 cTaTke IpeacTaBA€HA METOOUKA U
npotokoa pMPT KoaeHHOro cycTaBa IAd OLIEHKH
COCTOSIHUS IlepenHell KpecTooOpasHOH CBS3KH,
06006I1IeHbI TEXHUYECKHE TapaMeTPhI ITI0CAEI0BA-
TeabHOCTeH, nmonxonanivue nag pMPT kKoaeHHOTO
cycraBa Ha MP-Tomorpadax pasAndHBIX IIPOU3-
BOAUTEAEH C HaIPSKEHHOCTHIO MAaTHUTHOIO
moad 1,5 u 3 Tecaa, c aneptypoii reHTpu 60 u
70 cM, PaCKpPBIBAIOTCS CIIOCOOBI YKAQKHU ITAITU-
eHTa IIpu BbIIoAHeHHH (MMPT KoaeHHOTO Cy-
craBa. Takke B cTaTbe OOCYKIAIOTCS BO3MOK-
HOCTHU U orpanndenus MPT KoaeHHOrO cycraBa
B OILleHKe ImaToroTuu u 6uomexanuku [TKC.

IMenp ucciaemosaums.

Pa3paboTaTh IIPOTOKOA CKAHUPOBAHUS U
OLIEHUTHL BO3MOXKHOCTH METOIUKU (PYHKITHO-
HaABHOH MarHUTHO-PE30HAHCHOM ToMorpadpuu
KOAEHHOTO CycTaBa B BHU3yaAW3allUH IlepegHel
KpecToo0pas3Ho#l CBA3KU B ABUXKEHUH Ha TOMO-
rpacgax pas3HbIX IIPOU3BOAUTEAEH C HaIIpsSKeH-
HOCTBIO MarsuTHOro 1oad 1,5 u 3 Tecaa u amnep-
Typo# reaTpu 60 u 70 cMm.

Marepuanabl 1 METOBI.

Brian0 mIpoBeneHO MHOTOLIEHTPOBOE HC-
caemoBaHue 32 3M0pPOBBIX 10OpoBOABIIEB (100%)
B Bo3pacTe oT 21 o 81 roxa, 6e3 mpU3HAKOB II0-
BpeXIOEeHUd IepeaHeil KpecTooOpa3HOo CBSI3KH
10 JaHHBIM KAMHHYECKOT'O OCMOTpa, 0e3 TpaBM
U OIEepPaTHBHOI'O BMeENIATEABCTBA Ha KOAEHHOM
cycTaBe B aHaMHe3e; U3 HUX 46,9% — My>K4HHBI
(n=15), 53,1% — sxeHIMHEI (n = 17).

Cpennuii Bo3pacT HOOPOBOABIIEB COCTA-
BUA 44,4 rona (cpenHUM Bo3pacT MyK4IuH — 43,5
rozia; CpeIHUY BO3paCT KEHIIHUH — 45,2 rona).
[IpaBbIif KOAEHHBIH cycTaB HccaenoBascsa y 50%
nobpoBoablleB (n = 16): 21,9% — My>K4YUHEI (0 =
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Puc. 1 (Fig. 1)

Puc. 1. Potorpacbusa. Mpumep yKAQAKHU na-
uMeHTa AAS cOMPT.

YKAaJ_'[Ka IIalIMEHTa A€Xa Ha X KHMBOTE, HOTaMH BIIE-
pen. T'nbkue KaTymKu cOOKy OT CycTaBa, OPUEHTH-
pPoBaHBI BEPTHKAABHO. PHKcalusa KOAEIH KaTYIIIKHA
BIIOAB CTOAA TOMoOrpada 1 cOoKy, CBepXy HeT (PHK-
calluU OAd CBO6OZ[HOI‘O JABHZKEHHA KOAECHA.

Fig. 1. Photo. Example of patient positioning
for fMRI.

Position of the patient — lying on his stomach, feet
first. Flexible coils — on the side of the joint, ori-
ented vertically. Fixation of the coil rings is along
the tomograph table and on the side, on top — there
is no fixation for free movement of the knee.

7), 28,1% — xkeHNHEBI (N = 9). AeBBbIY KOAEHHBIN
cycraB uccaenoBascg y 50% deaoBek (n = 10):
25% — My>k4muHBI (N = 8) 1 25% — KEHIIHUHEI (N =
8).

HccaenoBaHUSa IIPOBOAUAUCH B CAEAYIO-
IUX MEOUITMHCKHUX [eHTpPax:

46,9% uyeaoBexk (n = 15) — B AHO LIKB
cBaTuTead Aaekcus ropoga Mocksei, Ha MP-to-
morpade 1,5 Tecaa Creator (General Electric,
USA), ¢ anteptypoii reaTpu 60 cM;

18,75% 4enoBek (n = 6) — B 'KB um. M.II.
KonuyanoBckoro /[lenapraMeHTa 3apaBOOXpaHe-
HUg ropoma MockBel, Ha MP-tomorpade 1,5
Tecaa Ingenia (Philips, Netherlands), ¢ anepry-
poit reuTpu 70 cm;

18,75% 4yeaoBek (n = 6) — B YHUBEPCUTET-
CKOM KAmMHMYecKo# GoabHuIile Nol TIMIMY wum.
N.M. CeuenoBa ropoma Mocksrel, Ha MP-ToMo-
rpacge 1,5 Tecaa Aera (Siemens, Germany), c
aneptypoi reatTpu 70 cM;

15,6% (n = 5) — B ®I'BY «LIKBE ¢ moankau-
HUKOM» YTipaBaeHUd neaamu IIpesunenra PP ro-
poma Mocksrl, Ha MP-tomorpade 3 Tecaa
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Pioneer (General Electric, USA), ¢ ameptypoi
reatpu 70 cM.

HccaenoBaHue IPOBOAHAOCE CO CAELYIO-

MMM  XapaKTepUCTHKaMU allepTypbl TeHTPU
MP-tomorpacos: 46,9% deaoBek (n = 15) — 60
caHTUMeTPOB, 53,1% 4deaoBek (n = 17) — 70 can-
TUMETPOB.
84,4% wnccaenoBanuii (n = 27) 6bIAM BBHIIIOAHEHBI
Ha MP-TOoMOrpadgax c HaIpsaKeHHOCTBIO Mar-
gHuTHOrO I1oad 1,5 Tecaa, 15,6% (n = 5) — va MP-
Tomorpadax 3 Tecaa.

Bcewm 32 mobpoBoabliam Oblaa IIpoBeaeHA
TaKXKe craHpapTHad crartudeckas MPT koaeH-
HBIX CyCTaBOB.

Meronuka ¢pMPT KoaeHHOrO cycraBa B
JMaHHOM HCCAEIOBAHHUU OCYILIECTBAFAACH CAEMY-
I0IIUM 00pa3oM:

1. TlanmeHTa yraagsiBaau B MP-ToMo-
rpacg B IIOAOKEHUH A€XKa Ha JKUBOTE, HOTaMU
BIIepe, C MHCIIOAB30BAaHHEM MHOT'OKAHAABHOU
THOKOM pafruoYacTOTHOM KATYIIKHU AT UCCAEIO-
BaHHS CycTaBoB. Karymka QuUKcHpoBasach
cOOKy OT KOAEHHOTO CyCTaBa, BIOAL €r0 MeIH-
aABHOH W AaTepaabHOH moBepxHOCTH. [Ipenmy-
IIECTBOM SBASAOCH HCIIOAB30BaHHE KaTYIIEK C
GOABIIIMM KOAWYECTBOM KAHAAOB [As IIOBBIIIIE-
HUS KadecTBa II0AYYaeMbIX H300pakeHuii. Baxk-
HBIM YCAOBHEM SBASIAOCH OTCYTCTBHE IIOIIeped-
HOM (pUKCcAIlUM MeXKAYy KOABLIAMH II0 BEPXHEMY
Kparo KaTyIleK IAd CBOOOMHOTO CTHOAHUS B KO-
A€HHOM cycTaBe (puc. 1).

2. BBIIOAHSIAOCH CTAaHOAPTHOE UMCCAENO-
BaHMe KOAEHHOTI'O CycTaBa (Hora IalyeHTa paso-
THyTa B KOA€HHOM CyCTaBe, IBUKEHHUS B CyCTaBe
OTCYTCTByIOT). B IIpoTOKOAE CKaHHPOBAHUS
He0oOX0AUMO ITPABUABHO YKa3aTh ITIOAOKEHME T1a-
[IHEHTAa — AeKa Ha KUBOTE JIAS IIOAYIEHU He IIe-
peBepHyTHIX n300paskeHnii. [loaydennrsie MP-To-
MOTPaMMBI OBIAH UAECHTUYHBI JASI TAKOBBIX B I10-
AOXKEHUH ITalIUeHTa Ha CIHHE (pHC. 2).

3. TIpoBommAcH [OIIOAHUTEABLHBIH AOKAa-
Aafizep KOAEHHOI'O CycTaBa BIOAb IIEHTPaAABHBIX
CTPYKTYP (KpecTooOpa3HbIX CBA30K).

4. TlanmeHT MHCTPYKTUPOBAACS O HEOO-
XOAVMMOCTH C HadYaAOM CKaHUPOBAHHUA TOMO-
rpada crubath U pasrubaTh KOAEHO (crubaHue
IIPOUCXOAUT [0 BEPXHEr0 Kpasd TeHTPH TOMO-
rpaca). Bpemsa ckaHupoBaHHUS B 3aBHCHMOCTU
OT IIPOU3BOIUTEASI M HACTPOEK ToMmorpada co-
cTaBasno oT 12 mo 16 cexkyHna. B cpenueMm 3a aT0
BpeMs TIAIIMEHT meAan 2-3 IMKAa «CrubaHue —
pasrubaHue» B KOAEHHOM cycraBe. I[IpoTokoa
¢GMPT mpencraBaeH B Tabauile Nol.

S. [lag BBIIIOAHEHUd (PYyHKIIMOHAABHOH
MPT BBIIIOAHSIAMICE KOCOCATUTTAABHBIE CPE3BI I10
TIAOCKOCTH IIEPEIHEN KPecToOOpa3HOM CBSI3KHU
(ayrorpancmaantata IIKC) Bo Bpems cBOGOI-
HOT'O OBHUXKEHHS B KOAEHHOM cycTaBe (puc. 3).

6. IIpotokoa HCCAEIOBAHUS Ipu
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Puc. 2 a (Fig. 2 a) Puc. 2 6 (Fig. 2 b)

Puc.2. MPT KOAEHHOIO CYCTABA, CAFUMTTAAbHAS MAOCKOCTb, PEXUM NMPOTOHHOM MAOCKOCTH C XXUPO-
noaasAeHuem (PD FS).

A — B TIOAOKEHHUH Ha CHHHE, b — B TOAOXKEHHH Ha KUBOTE. LleHTpasbHBIE OTAEABI KOAEHHOTO CyCcTaBa UAEHTUYHEI,
CcTpeAKaMu IokasaHa uHTakTHad [1KC.

Fig. 2. MRI, knee joint, Sagittal plane, proton plane mode, fat suppression (PD FS). A - supine position,
B — prone position.

The presented images of the central parts of the knee joint are identical, the arrows indicate the intact ACL.

Puc. 3 a (Fig. 3 a) Puc. 3 6 (Fig. 3 b) Puc. 3 B (Fig. 3 ¢)

Puc.3. PMPT KOAEHHOIro CyCTABA, KOCOCArMTTAAbHAS MAOCKOCTb, OPMEHTUPOBAHHASA NO NEpPEeAHeH
KpecTtoob6pasHoi cesske (MKC).

Crpeakoii nokazana [IKC: A — B moAoKeHHUH pasrubanus, b — crubanud Ha 40°, B — crubanuda Ha 60°. B pexxume
PEAABHOTO BPEMEHHU BO3MOXKHO OIIEHUTD YEPEIOBAHUE ITUKAOB «HATSKEHHE — PAaCCAAOAEHEr €€ TIEPETHEMETUAAD-
HOTO ¥ 33HEAATEPAABHOTO IIyYKOB, a TAKXKe U3MEHeHNe (PH3MOAOTHIECKOTO U3ruba CBA3KH C €€ IIPOrPEeCCUBHBIM
HU3THOOM KIIepeny II0 Mepe YBEAMUEHUS YyTAA CTHOAHUA B CyCTaBe.

Fig. 3. fMRI, knee joint, oblique sagittal plane, oriented along the ACL.

The ACL is shown by arrow: A — in extension, B — 40° flexion, C — 60° flexion. In real time, it is possible to evaluate
the alternation of tension-relaxation cycles of its anteromedial and posterolateral bundles, as well as changes in
the physiological bending of the ligament with its progressive bending anteriorly as the angle of flexion in the
joint increases.

| www.rejr.ru | REJR. 2024; 14(4):167-178 DOI: 10.21569/2222-7415-2024-14-4-167-178 171


http://www.rejr.ru/

RUSSIAN ELECTRONIC JOURNAL OF RADIOLOGY

HEeOOXOOUMOCTH NOIIOAHIACH BBIIIOAHEHHEM II0-
CA€OBATEALHOCTEH B IIOAOKEHUH CTUOAHUS AL
BCEX aHATOMHUYECKHX CTPYKTYp CycTaBa B IICEB-
OOOVMHAMUYECKOM pekUMe (pHc. 4).

7. Oasa Beimmoanenud MPT B riceBmoamHa-
MHUYECKOM pEeXKHMeE B IIOAOKEHUH CrubaHus B
KOAEHHOM CYCTaBe€ HCIIOAB30BAAU JIOIIOAHUTEAL-
HbIe (PUKCHUPYIOIINE SAEMEHTHI — MEIIIOYKH C IIecC-
KOM, IIOZICTaBKH, OPTe3bl, 9AEMEHTHI APYIHUX Ka-
TYIIEK, JOCTYIIHbIe B KabuueTe MPT. 310 11o3Bo-
ASIAO TIPUIATE KOAEHHOMY CYCTaBy HEOOXOIUMBbIH
YTOA CTH0AHUS U 00€CIeYnTh IIPOBENEHUE HCCAL-
JOBAHUS B OTOM IIOAOXKEHHU 0e3 HaIIPSKEHU
HOTH, B KOM(POPTHEBIX [AS IAIIHMEHTa YCAOBHSIX
(puc. 5). Bpemsa nccaemoBaHus OBIAO TaKoOe Ke,

¢dMPT no3Boanaa HEMHBA3UBHO BepudU-
UPOBaTh 2-X IIyYKOBYIO aHATOMHIO IepemHei
KpecTooOpa3HOM CBI3KH U ee OHMOMEXaHHUKY: IIe-
penHeMeaUaAbHBIN IIyIOK MOIIIHEe, paccAaabAeH
B MO3UIIUH CTrU0aHUs, B TO BpeMs KakK 3aIHeAa-
TepaAbHBIN HanipsaKeH. [Ipu pasrubanuu Hao60-
poT, 3aJHeAaTEPAABHBIN ITIVIOK HAIIPAKeH, a IIe-
penHeMeaUuaAbHBIN — paccaabaeH. OTa B3auMO-
MOTIOAHSIONIAS (PYHKIIHS IIYYKOB obecrieuyuBaeT
[IKC 1mocTossHHOE HATSXKEHHE B AOOyi0 ¢asy
crubaHua U pasrubaHus, YTO U OIIPENeAseT cTa-
OGHABHOCTB KOA€HA BO BCEM ITHKAE (DHU3HOAOTHYE-
cKoro ooseMa aBrzkeHui [18]. Oba nmydka nepesn-
Hel KpecTooOpasHOM CBA3KH CHAEPKUBAIOT IIe-
penHee cMelrieHHe O0ABIIIeO6ePIIOBO KOCTH B 3a-

Tabauma Nel.

IIporoxoa GMPT KOA€HHOTO CycTaBa.

I/IMHyJ'II)CHaH OCJICA0OBATCIbHOCTD

KopoTkoe oHOMMITY TbCHOE yIIBTPaOBICTPOE CIIMHOBOE 3XO € ITOJIOBUHHBIM-
®Dypbe npeodpazoBaHueM
SS-FSE/SS-TSE/HASTE

‘TOJ‘IHII/IHa cpesa H3—5 MM
TR 112000 me
‘TE Hmin

‘BpeMH cOopa JaHHBIX H 12-16 cexynn

‘KOHTpaCT U300paKeHNst

‘ ‘HpOTOHHaH IIJIOTHOCTh

‘KOJ‘II/I‘IGCTBO (a3 (moBTOpEHMIT) HS— 15

IMapannensHbIi cbop JIaHHBIX

(ASSET/SENSE/Acceleration) 2-8 (s 4x-32X KaHANBHBIX KaTYIIEK COOTBETCTBEHHO)

‘KOJ‘II/I‘IGCTBO Cpe3oB H1—4 ‘

‘HJ'IOCKOCTB HCCIIeTOBAHUS

HKOCO-C&FI/ITT&]‘IBH&H no ocu IIKC ‘

KakK IIPU CTaHOapTHOH YKAAKe, B COCTaBASIAO 3-
4,5 MHUHYTBI B 3aBUCHMOCTH OT HAIIPSIKEHHOCTHU
MaTHUTHOTO II0AS ToMorpada, KaHAABHOCTH CH-
CTEMBbI/KaTylUIeK U BBIOPAHHOTO CIIocoba KHUPO-
IOaBACHUS.

PesynabTaTs.

Ha ¢MPT mepemusasa KpectoobpasHas
CBs3Ka 0Oblaa BU3yaAHM3UpOBaHA y BceX T0OOpo-
BoabLeB (=32, 100%), IpUHUMAaBIINX y4acTHe
B uccaenoBanuu. Ha MPT B pexxume peasbHOro
BpeMeHH U nncenonuHaMmudeckoM MPT B moaozke-
HUU CTHOAHUS AUHAMHYECKUI Auanas3oH (PAeK-
CHHU-3KCTE€H3UH KOAEHHOI'O CycTaBa COCTaBHA
okoao 50-65° Ha MP-ToMmorpade c amepTypoi
reaTpu 60 cMm (n=15) u 55-70° (n= 17) va MP-
ToMorpadax ¢ arneprypoi reaTpu 70 cMm.

dyukrnmonaabHasgs MPT koaeHHOro cCy-
cTaBa B PeKUME PeasbHOIO BPEMEHU 3aHHMaAa
He Ooaee 5 MHHYT C y4eTOM HHCTPyKTaxKa [100-
POBOABIIA U IIOBTOPEHHUH IIPU HEOOXOAMMOCTH,
IOIIOAHUTEABHBIE IICEBIOAUHAMHYECKHE CEPUH B
IIOAOXKEHHU CTHUOAHHUS COOTBETCTBOBAAU TaKO-
BBEIM Ipu cragnaptHod MPT u cocraBasan 3,0-
4,5 MUHYTBI KaxKaas.
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BHCHMOCTH OT IIOAOKEHHH KoAeHa (pHc. 0, 7).

B moaozkeHuu crubaHus IPOUCXOIUT (PU-
3HMOAOTHYECKOE VIIAOIIIEHUE U «YTOAIIIEHHE» HOP-
MaAbHOM, He U3MEHEHHOM, mepeaHe KpecToob-
pas3Hoii CBaA3KM ¢ HeOOABIIIOH poTarueil BOAOKOH.
B 50% caydaeB (n=16) B IIOAOXKEHUN CTHUOAHUS
yAaBaAOCh Ay4Ille OIleHUTh CTPYKTYypy IIKC u oT-
[OEeABHO OXapaKTepH30BaTh COCTOSHUE IleperHe-
MeIHaAbHOTIO U 3aTHEAATEPAABHOIO IIYYKOB.

Hopwmaabnasg crpykrypa [IKC Obiaa BH3y-
aau3upoBaHa y Bcex 32 moOpOBOABIIEB IIO OaH-
HBIM CTaHAAPTHOH U (pyHKIIMOHaAbHOU MPT.

Mexny dMPT ma anmaparax 1,5 u 3
Tecaa He OBIAO CTATUCTUYUECKH 3HAYUMBIX PA3AH-
YHM B CKOPOCTH U KA4deCTBE IIOAYIEHHBIX U300-
packenutii [IKC B nBuzkenuu (p<0,05).

B Tabawuiie No2 mpesicTaBA€HBI aKPOHUMBI
IIOCAEIOBATEABHOCTEH,  MCIIOAB3YEMBIX  IIpHU
dyukimonaabHoti MPT KoaeHHOro cycrasa y
pasHbIxX npousBoauTeseit MP-tomorpados c yue-
TOM aUalTallil K CKEAeTHO-MBIIIIEeYHOH CH-
cTeMe.

OGcy:xnenue.

Has mpoBemerus ¢GMPT KoaeHHOTO
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Puc. 4 (Fig. 4) Puc. 5 (Fig. 5)

Puc.4. MPT KOA€HHOro CycTaBa B MOAOXEHUMU | Puc. 5. PoTorpadcous. NMpumep YKAGAKU KOAEH-
CrMBGaHUA, CarMTTAAbHAS NAOCKOCTb, Pe€XHUM PD | Horo cycTaBa B MOAOXKEHUU CTUOAHMUS.
FS.

YrAanKa mmaryeHTa B [IOAOKEHHH AeXKa Ha KUBOTE, HO-
YKAaoKa mallieHTa B IIOAOXKEHHH A€XKAa Ha XKUBOTE, | FaMH BIepes. VcroAb30BaHbI MEIIOYKH C [IECKOM H [10-
HOTaMU BIIEPE, KOACHO HAXOMUTCS B IIOAOKEHUHU CTH- | IIOAHHUTEAbHAsS HEMarHWTHAas IIOCTaBKa [AS yCTOMYH-
b6anusa mox yraom 50° u (PUKCHPOBAHO B 5TOHM MO3M- | BOrO CTHOAHUS B CycTaBe OKO0AO 45-50° u moaxoasaInast
muu. CTpeAKoM NoKasaHa Heu3MeHEHHas IepemHss | OAS CTaHAAPTHBIX HocaemoBareabHocTed MPT KoaeH-
KpecTooOpasHas CBsI3Ka C TUIOWHTeHCHUBHBIM MP- | Horo cycraBa — PD FatSat (SPIR/SPAIR/ASPIR).
CUTHAAOM H (OU3HOAOTHYECKHM IIAABHBIM H3THOOM
Krepenu. Xopomro AupdEepPEeHIIuPYIOTCSI BOAOKHA
CBS3KH.

Fig. 5. Photo. MRI. An example of positioning of the
knee joint in a flexion position.

Position of the patient in a prone state, feet first. Sand-
bags and an additional non-magnetic support were
used to maintain stable joint flexion of approximately
The patient is positioned in a prone position, feet for- | 45-50° and suitable for standard knee MRI sequences
ward, the knee is in flexion at an angle of 50° and is | — PD FatSat (SPIR/SPAIR/ASPIR).

fixed in this position. The arrow shows an unchanged
ACL with a hypointense MR signal and a physiological
smooth anterior bending. The fibers of the ligament
are well differentiated.

Fig. 4. MRI, knee joint in the position of flexion,
sagittal plane, PD FS mode.
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Puc. 6 a (Fig. 6 a) Puc. 6 6 (Fig. 6 b)

Puc. 6. A — MPT KOA€HHOIrO CyCTOBd, CArMTTAAbHAS MAOCKOCTb, peXum PD FS, B cTaHAQpTHOM
nosuumm KoAeHa. b — 3D-rpadcumka (MaalocTpauus BbinoAHeHa Dr. Michael Stadnick [11]).

B noaozkeHHH pa3rubaHus orMedaeTcs paccaabaeHue nepeaHeMeUaABHOTO IIydKa (KPACHBIM) M HATS>KeHHe 3a/-
HeAaTePaABHOIO IIydKa (CHHUH).

Fig. 6. A - MRI, knee joint, sagittal plane, PD FS mode in the standard knee position. B - 3D graphics
(illustration by Dr. Michael Stadnik [11]).

In extension, the relaxation of the anteromedial band (red) and the tension of the posterolateral band (blue) are
noted.

Puc. 7 a (Fig. 7 a) Puc. 7 6 (Fig. 7 b)

Puc.7. A - MPT KOAEHHOIO CyCTABA, CAFMTTAABHAS MAOCKOCTb, peXWUM PD FS, B noAoXeHuu cruba-
HUsl KOA€HA Ha 55°. b — 3D-rpadomka (MAAlocTpauus BbinoAHeHa Dr. Michael Stadnick [11]).

B moaoxkeHHH crubaHUsI oTMedaeTcs HaTsKeHUe NepegHeMeIuarbHOTO IydYKa (KPacHBIH) U paccaabieHHe 3a-
HEeAaTePaABbHOTIO IIydKa (CHHUH).

Fig. 7. A - MRI, knee joint, sagittal plane, PD FS mode with the knee flexed at 55°. B — 3D graphics
(illustration by Dr. Michael Stadnick [11]).

In the flexion position, there is tension in the anteromedial band (red) and relaxation of the posterolateral band
(blue).
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cyctaBa TpebyeTcsa COOAIOAEHUE CAEMYIOIIUX
YCAOBUMH:

- mombop ¥ amanTallus AOCTYIHBIX JUHAMUYE-
CKHX IIOCA€OBaTeAbHOCTEH K KpaTdyamiiemy
BpeMeHHu cOopa MaHHBIX, YTOObI OOECIIEYUTE BHU-
3yaausanutio [TIKC B TeueHre OqHOTO ITUKAA TIPO-
H3BOABHBIX JIBUXKEHUIT;

- HaCTpPOMKa ITI0CAeIOBATEABHOCTEH U IIa-
pameTpoB MPT B COOTBETCTBHH C HAIIPSIKEHHO-
CTBIO TIOAY U TIpou3BoguTeseM MP-tomorpada,;

- CTaHAAPTHU3AIUSI YKAQJIKH TTallueHTa U
TMO3UITMOHUPOBAHUS PATUOYaCTOTHOU KATYIIIKHU
JIASTI KOAGHHOTO CyCcTaBa U €ro Auaria3oHa ABUKe-
HUH.

B AuTepatype onmcaHO HECKOABKO TUIIOB
OUHAMHYECKHUX IlocaemoBaTeabHOcTer MPT, c
TIOMOIIBI0O KOTOPBIX MOXKHO BU3YaAU3UPOBATH
KOAEHHBIH CyCTaB B IBUKEHHUH.

[MceBnoauHaMuYeCKUii cOOp MAHHBIX C
HU3MEHEHUEM IIOAOXKEHHUS CycTaBa MEXKAy KazK-
OBbIM CHUMKOM 33aHHUMAaeT MHOTO BpeMEHHU, He
TIOIXOMUT JIASI TIAITMEHTOB C BhIPAKEHHBIM OoAe-
BBIM CHHIPOMOM, HE ITO3BOASIET OIIEHUTEL OHoMe-
xaHuky [IKC B peaarHOM BpemeHH [9]. Caenyro-
UM METOMOM SIBASIETCSI COOP JAHHBIX IO JIBU-

noBTopenud [14]. INocaemoBateabHOCTH MPT co
cOOpOM MAHHBIX B pPeasbHOM BPEMEHH MOXKHO
pPa3aeAUTh Ha IOCAEIOBATEABHOCTH YABTPAOBICT-
PBIX TPAOUEHTHBIX U OJHOUMIIYABCHBIX CIIMHO-
BBIX 9XO.

[TocaemoBaATEABHOCTH OBICTPBIX TI'pPau-
euTHbIX 9%0 (UltraFastGE, SSFP) c yraom moBo-
pota MmeHee 90° UMeIOT BBICOKOE BPEMEHHOE pas3-
pellIeHHe, YTO II03BOASET IIOAYYHTH HM300pazke-
HHeE 32 HECKOABKO COTE€H MHAAMCEKYH/ M OBICTPO
IIOBTOPHUTE CPe3bl, a BECh CyCcTaB MOXKHO OXBa-
TUTH 3a OOHO CKaHHpoBaHHe. OmHAKO HU3KOE
IIPOCTPaHCTBEHHOE paspenieHue u T1 KoHTpacT-
HOCTh H300pazKeHuY OrpaHUYHBAET BBITIBACHUE
MOP(OAOTHYECKHX H3MEHEHUH CTPYKTYp Cy-
cTaBa, B YaCTHOCTH KPECTOOOPA3HBIX CBI30K
[15].

[TocaemoBaTEABHOCTH OJHOUMIIYABCHOT'O
yabTpabbicTporo crmHoBoro sxa (UltraFastSE)
OTAWYAaEeT cOOP BCETO K-IIPOCTPAHCTBA U IIOCTPO-
eHue H300pazKeHull IIocAe OMHOTO BO30yKIOaro-
ntero 90° mMmOyabca C yBEAHMYEHHEM CKOPOCTH
cbopa [JaHHBIX 34 CYeT II0OAOBUHHOTO ®Pyphe mpe-
obpaszoBanus [16]. [laHHBIE ITOCAEIOBATEABHOCTH
06AaaI0T CPaBHUTEABHO OOABIIIMM BpeMEHEM

Tabauma Ne2. IlocAemoBaTEABHOCTH ZIAA GyHKIHOHaABHOH MPT KoAeHHOro cycTaBa
y pa3HbIX npousBoaurteaeii MP-romorpados.
TTocnenoBarenbHOCTH OHOUMITYJILCHOE CobamancupoBaHHOE CepxObICTpOE
st QMPT yIpTpaldbIcTpOE CTalMOHapHasl CBOOOTHAS rpagleHTHOE X0
CIIMH-DXO npeneccust (SSFP) (UltraFastGE)
(UltraFastSE)
HazBanue
MP-tomorpada,
cTpaHa
IPOU3BOAUTEIL
General Electric, USA SS-FSE FIESTA FSPGR
Philips, Netherlands SSH-TSE bFFE TFE
Siemens, Germany HASTE TrueFISP TurboFLASH
OpromHas HOJIOCTb, KapANOJIOTHs, Kap/IHOJIOTHS,
MPXTIT', kapauosorus MaJIbIi Ta3 101
IIporpammMHBIi
MaKeT MPOTOKOJIOB

JKEHUI0, BKAIOUast MeToabl KUHOMPT u kunoda-
30BOTO KOHTpacTa. Takoil meron TpebyeT oT ma-
IIMEHTa MOBTOPHBIX HUAECHTHUYHBIX ABUKEHUN B
CycTaBe W IIPUBOAUT K TOMY, UTO BpeMms cbopa
MAHHBIX COCTABASIET HECKOABKO MHUHYT, YTO BbI-
3bIBaEeT O0AL ¥ YTOMASIEMOCTD, 8 TAABHOE, BHOCUT
OITMOKY yCpemHEHUsI B IIOAYUEHHBIE HU300paske-
Hud [13]. Hakoner, cyiectByeT c60p JaHHBIX B
peasbHOM BpPEMEHHU, IIO3BOASIIOIIUY TMTOAYIUTH
MaHHBIE 32 HECKOABKO CEKYH IIPU HEIPEPBIB-
HOM [OBHUXKEHHH CycTaBa 0e3 HeoOXOQUMOCTU
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peaakcarmmu TR, 9To OeaaeT uX IIPUOAHIKEH-
HBIMU K IIPOTOHHO-B3BEIIEHHBIM H300pazKeHU-
avu (PD), 4To GoAbllIe COOTBETCTBYET (DHAOCO-
UM CKEAETHO-MBIIIEYHON BH3yaAHU3alluu Ha
MPT, u, c Hamel TOYKU 3PEHUs, AYUIIIE BCETO
HOAXOIUT IASI OLIEHKHU MOP(OAOTHU U (PYHKIIHO-
HaabHOTrO cocrogHud [TKC.

Westphal C et al. (2013) npoBoguAu Ku-
"HeMmaTudeckoe MPT KOAeHHOTO cycTaBa B IIOAO-
JKEHHUU AeXKa Ha CIIHHE C HUCIIOAB30BaHUEM CIIe-
IIUAABHOTO YCTPOMCTBA AT (PUKCAIINY KATYIIKU
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U IOAyIIEK mof KoaeHo [17]. Takske ecTb Hccae-
[OBATEAN, KOTOPBIE IIPEIAOKUAY CTubaHue / pas-
rubaHre KOA€HA B IIOAOXKEHHU MAIllUeHTa AeXKa
Ha OOKy, KOT/ia TMOKYIO0 KaTYIIKy KAALyT Ha KO-
A€HO, a APYTYI0 KOHEYHOCTh KAy T Ha KaTyIIKY,
4T0OBI IIPEeJOTBPATUTL ee cMelleHue [18], mnaum
crubaHre KOA€HA B CIEIIMAALHOM OpTe3e C COo-
npotuBaeHHEM [19].

Ha mam B3raga, 6osee 3ppeKTHBHBIM
ABAGETCS IIOAOXKEHHE IIallleHTa Ha IKHUBOTE,
obecriedynBarolee (PU3NOAOTHIECKOE €CTeCTBEH-
HOE [BUIKEHHE KOAEHHOI'O CycTaBa U BBICOKYIO
CTeIleHb ero cBoOoabl, 6€3 HeOOXOAMMOCTH IIO-
ucKa CIIeIIMaAbHBIX JOIIOAHUTEABHBIX
YCTPOHCTB, (PpHKCATOPOB U OPTE30B, KOTOPHIE PY-
TUHHO OTCYTCTBYIOT B Kabuuetre MPT. B narnnom
uccaeoBaHuU y Becex narnueHToB (100%, n=32)
OblAa BU3yaAHU3UpPOBaHA IIepeqHasd KpecToobpas-
Has CBSI3Ka B IIOAOKEHUH AeXKa Ha KuBoTe. 2Ka-
A00 ¥ OTKA30B OT UCCAEIOBaHUS 3a(PUKCUPOBAHO
He ObIAO.
[Ipy aHasu3e IIOAYUEHHBIX AAHHBIX CTAHOBHUTCH
O4YeBHIHBIM, 4TO cTaHmapTHas MPT uudopma-
TUBHA TOABKO IIPU HAAWYUH 3HAYUTEABHOH IIa-
TOAOTHH IIepemHeld KpecTooOpas3HOM CBSA3KH,
HaIlpuMep, IIPU ee IIOAHOM pasphIBe, U He I103-
BOASET OLIEHUTH HE TOABKO (PYHKIIMOHAALHBIE
BO3MOXKHOCTH CBS3KH II10 OTPAHUYEHUIO IIepe/i-
HET0 CMEeIeHUs U BHyTPeHHeH poTau 60AbIIIe-
6epIIOBO# KOCTH, HO U CTPYKTYPY 2-X €€ IIyIKOB
B COCTOSITHUM UX HaTaxKeHUs [20].

dyukrnmonaabHass MPT koaeHHOro cCy-
cTaBa SBASIETCH IIEPCIIEKTUBHBIM METOIO0M Ava-
THOCTHUKH IIATOAOTHH IlepeaHel KpecTooOpa3HoHi
CBS3KH, HMEET XOPOIINe TUATHOCTUYEeCKHEe BO3-
MOXKHOCTH B BBISBACHHH CTPYKTYPBI IlepenHei
KpecToobpasnoit cBasku ([IKC Buayaausupo-
BaHa B aBwxkeHuu y 100% mgoOpoBOABIIEB
(n=32)). BoamozxkHocTk uccaemosanHus I[IKC B
¢asel «crubanue — pasrubanuer» Ha MPT moxker
oKasaTbCd KpaiHe IIoAe3HOH B [QUATHOCTHKE
KAWHUYECKH CKPBITOM HECTAOHMABHOCTH KOAEH-
HOTO CyCTaBa, OETEKIIMHU YaCTHYHBIX, CYOCHHO-
BHAABHBIX U MOAHBIX pas3pblBoB [TIKC, pyOrioBhIX
U3MEHEHUY, OCAOXKHEHHN II0CA€ IIAACTHUKU
CBH3KH.

K orpannuenusam oMPT caenyer oTHecTH
HEOOXOAUMOCTb HCIIOAB30BaHUS THOKUX KaTy-
IIEeK OAS CYCTaBOB [IASI IIPOBENEHUS HCCAEIOBA-
HUS, BBIIIOAHEHHE HCCAEIOBAHUS B IKECTKHUX
KBaZIpaTyPHBIX KaTyIIKaX HEBO3MOXKHO H3-3a
OT'paHHUYEHUS ABUKEHU.

Emte oguumM orparudenuem oMPT aBag-
€TCsI YTOA CTUOaHUA B KOACHHOM CyCTaBe, AUMU-
TUPOBaHHBIA BEepXHEM KpaeM allepTypbl TeHTPH
ToMorpada, KOTOPBIH OIpeaeAsdeTcs MINPUHOHN
aTo¥ aneptyps! (60 cM man 70 cM) U pazMepoM
HUKHEY KOHEYHOCTH YeAaoBeKa. J[laHHadg MeTo-
[OUKa He II03BOASET COTHYTH KOAEHO ITOAHOCTBIO.
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OmHakKo B HMCCAE€NOBAHHUHM HaM yIaBaAOChb [0-
O6uThCa pasrubaHus KoaeHa B auarnaszone 50-70°
TPayCcoB, UTO IIPEBLIIIAET JAHHbIE IIOKA3ATEAN
npu xoawsbe u Oere, ITI03BOASISI UMHUTHPOBAThL BECh
06beM OBUKEHUM B KOAEHHOM CycTaBe B OObIU-
HBIX YCAOBUSIX.

KadecTBO moAydaeMbIX H300pazkKeHUH
¢GMPT Takske 3aBUCHT OT KAacca U IIporpaMM-
HOTO oOfecmedeHusT HCIIOAB3yeMoro MP-tomo-
rpada, HaAMYHus MHOTOKaHAABHBIX THOKHUX KaTy-
LIIEK AT YMEHBIIIEHUS apTedaKTOB OT IBUIKE-
HUS — 9TO [IapaAA€ABHBIY cOOp AAHHBIX, YaCTUY-
HOE HAW paguasbHOe 3alloAHeHUe K-mmpocTpaH-
CTBa, HUTEpPATHUBHBIE PEKOHCTPYKIINH, PEKOH-
CTPYKIIMH Ha OCHOBE HCKYCCTBEHHOTO HHTEA-
AekTa [21].

Takske, Ha CETOAHAIIHUN [OeHb, HEBO3-
MOXKHO IIOAYYHUTDH JOCTATOYHOTO KadecTBa HM300-
pazkeHus nepenHed KpecTooOpasHOM CBA3KU B
pekuMe peasbHOI'0 BPEMEHH C KUPOIIoAaBAe-
HHEM H3-3a CYLIECTBEHHOI'0 YBEAHMYEHUs Bpe-
MeHU cbopa maHHbIX. OHU MOTYT OBITH ITOAYYEHBI
TOABKO B IICEBOOAMHAMUYECKOM peXKHMe, Koraa
KOAEHO 3a(pUKCHPOBAHO B IIOAOKEHUN CTHOAHUSI
[16].

[TosBA€HHWE B OIMPOKOM MOCTYIIE Pa3AHUI-
HBIX THUIIOB YABTPAOBICTPBIX CIIMH-3X0 U I'pau-
€HTHBIX IIOCA€OBATEABHOCTEH B peaAbHOM Bpe-
MEHHU CEAaAU OOCTYIIHBIM CO3JaHHE IIPOTOKOAA
ckaHupoBauus (GpMPT koaeHHOro cycraBa Ha
AIOOBIX COBPEMEHHBIX BBICOKOIIOABHBIX TOMOI'PA-
¢pax. Baaromaps cBoeMy KOPOTKOMY BpeMEHU
cbopa maHHBIX, 3TH IIOCAEIOBATEABHOCTH 0bAa-
[al0T BBICOKHMM BPEMEHHBIM pas3pelleHHeM, XO-
POIIIEM COOTHOIIEHHEM CHUTHaA-IIIyM M IIPO-
CTPAHCTBEHHBEIM pa3pelleHHeM, a TakKiKe XOpOo-
ITUM TKaHEBBIM KOHTPACTOM IAT OLIEHKH COCTO-
SHUS KPECTOOOPAa3HBIX CBA30K B PEAaABHOM Bpe-
MEHHU.

Saka0yeHune.

OYHKIIMOHAALHAS MArHUTHO-PE30HAHCHAST
TOMOrpadus MO3BOAIET OLIEHUTH OHMOMEXaHUKY
KOAEHHOTO CyCTaBa B YCAOBHUAX, UMUTHPYIOLIHX
OOBIYHYIO0 XOABOY, MOXKET IIPUMEHSITHCS AT BH-
3yaAu3aliiil HOPMAABHOM U IIaTOAOTHYECKOM
OHMoOMeXaHUKHU KOAECHHOTO CycTaBa, JUATHOCTHKE
CAOXKHBIX IIOBPEXIOEHUN NepemHed KpecTooo-
pasHoii cBa3ku. B 50% caygaeB (n=16) va pMPT
YAAaBaAOCh AyYIIlE OLIEHUTDH CTPYKTYPY HepeaHei
KpecToo0pas3Ho#l CBI3KH M OTAEABLHO OXapaKTe-
pH30BaThH COCTOSHME IIepefHEeMEeTUaAbBHOIO U
3aIHEAATEPAABLHOTO IIyYKOB, YeM Ha CTaHOapT-
vHO¥t MPT. PMPT KOAEHHOrO cycTaBa MOKET
OLITH BBIITOAHEHa Ha AloboMm MP-Tomorpadpe ¢
HaNpsaKEHHOCTHI0O MarHUTHOrO 1oad 1,5-3 Tecaa
u arneptypoii reutpu 60 manu 70 cMm, He TpebyeT
[AS IIPUMEHEHHs IOIIOAHHUTEABHOI'0 00opyZoBa-
HUS WAW [IPOTPAMMHOIO OOEeCIedeHHus] M 3aHU-
MaeT OKOAO 3-5 MUHYT.
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Ucrounuk ¢duHaHCUpPOBAHUSA U KOH-
¢IMKT UHTEPECOB.
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